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OUTLINE

1. Laser-plasma x-ray source

2. Focusing of x-ray pulses with polycapillary
x-ray lens

3. Time resolved EXAFS

 4. Conclusion



 ULTRAFAST EXAFS EXPERIMENTAL SYSTEM
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Femtosecond  Laser  Systems

 

• 100 mJ/pulse;   130 fs;   10Hz;

 

• 1017  -  1018 W/cm2          Fast electrons           Hard x-ray sub-ps pulses

 

• X-ray source 108 – 1010 Kα photons (4π sr pulse)-1

 

• 100 µm sample,   120 mm  from x-ray source

 

• Only 4 – 400  x-ray photons on the sample

 

• Focusing !



0

40

80

120

160

200

0

10

20

30

40

2 6 10 14 18 22 26 30
0

5

10

15

20

K
ß

K
a

Cu

 

 

 

C
o

u
n

ts

K
a

Mo

 

 

C
o

u
n

ts

L
ß

L
a

W

 

C
o

u
n

ts

Energy( keV )



2 6 10 14 18 22 26 30
0

5

10

15

20

25

30

35

40

 

 

C
o
u
n
ts

Energy(KeV)

Kα

Kβ

Filter

Al 1 mm

Ni 20µm

Mo



4 8 12 16 20 24 28 32
0

5

10

15

20

25

 

 

C
o
u
n
ts

Energy(KeV)

Mo

Zr 50 µm

Kα



0 5 10 15 20 25
0.0

0.4

0.8

1.2

1.6

2.0

 

 

B
ea

m
 S

iz
e 

(F
W

H
M

) 
 [

m
m

]

CCD Position [mm]

Beam diameter (FWHM) as a function of CCD position
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Cross section intensity distribution at the focal spot of the lens

80 µm
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X-ray lens

Aperture

x 1000

Intensity distribution at the focal spot of the x-ray lens and an aperture

Gain ~ 3000

L = 126 mm
Leq = L/G 1/2 = 2.3 mm
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Schematic representation of polycapillary x-ray lens
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The reflected intensity as a function of the delay time between SH pump pulse and x-
ray probe pulse
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           Dispersive Spectrometer

• Entire spectrum is recorder simultaneously.
•  Fluctuations in incident x-ray beam intensity do not

influence the result.
•  No moving parts. X-ray path length is short.
•  Large size CCD can record entire spectrum.

• Resolution: ΔE = (ΔEs2 + ΔEc2 + ΔEd2)1/2
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CBr4 IN CYCLOHEXANE
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CBr4 IN CYCLOHEXANE

• X-ray absorption     1 < µx < 3

• CBr4 concentration  ~ 0.1 M
• UV absorption    α ~ 100 cm -1

X-ray

UV

Sample       Flow
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                      Conclusion
 
  A polycapillary x-ray lens was developed, providing at least three order of
magnitude increase of the x-ray photons on the sample.

 
  A dispersive spectrometer has important benefits for time resolved EXAFS.
 
 
  Estimates show that ps time resolved EXAFS is within reach of our experimental
system incorporating polycapillary x-ray lens.
 
 


